
Lot #09-13-040 

Prepared by DMR 
Prepared on 10/14/08 

Analyzed on 10/14/08 and 10/21/08 
analyzed by DMR and ALB 

0.0391 0.0392 

0.0393 0.0382 
0.0406 0.0390 
0.0392 0.0387 
0.0397 0.0395 
0.0405 0.0388 
0.0387 0.0398 
0.0386 0.0397 
0.0368 0.0400 
0.0387 0.0408 
0.0406 0.0387 
0.0415 0.0391 
0.0392 0.0386 
0.0411 0.0389 
0.0395 0.0392 

0.001233 0.000683 

Target 0.039 



Lot #09-14-080 

Prepared by DMR 
Prepared on 10/14/08 

Analyzed on 10/16/08 & 10/21/08 
analyzed by DMR and ALB 

0.0775 0.0812 

0.0792 0.0796 
0.0774 0.0814 
0.0764 0.0813 
0.0801 0.0813 
0.0768 0.0797 
0.0777 0.0789 
0.0783 0.0827 
0.0778 0.0805 
0.0763 0.0787 
0.0758 0.0820 
0.0764 0.0801 
0.0769 0.0809 
0.0783 
0.0775 0.0806 

0.001198 0.00119 

Target 0.079 



Chrom Perfect Calibration^ile 

File Name: 
Version: 

C:\Methods\BloodAlcohol4.cal 
14 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 
Reference peak area reject threshold: 
Amount units: 
No default component 

5000 
0 

Method of calculating data point averages: Equal weight for all updates 
No calibration update report 

All levels are normal data points. 

3 Ethanol 

0.00 0.10 0.20 0.30 

Amount Ratio 

0.40 

Expected retention time: 
Search window: 
Internal standard component: 
No retention time reference component 
Group number: 

High alarm limit: 
Low alarm limit: 
Component constant: 

Single peak quantification by area 

Y = 2.757735 X + 0 

Linear fit with equal weighting, forced to origin 

1.801 minutes 
0.2 minutes 
7 (n-Propanol) 

0 

0 
0 
0 

Coefficient of deteixnination: 
Average error: 
Average CF: 
RSD: 

0.999908 
1.726% 
2.242534 
56.000% 

Level Amount Response Cal Factor Error, % Amount Ratio Response Ratio Source Date and time 

1 0 (0) 0.000 0 0 Manual 4/11/2005 10:03:40 A M 

2 0.038 175295.2 4613032 6.080 0.038 0.111165 C:\Alcohol Data\Siml02008\Siml02008.0003.BND 10/21/2008 7:10:49 A M 

3 0.092 420354.2 4569067 1.408 0.092 0.257283 C:\AlcoholData\Siml02008\Siml02008.0004.BND 10/21/2008 7:25:20 A M 

4 0.211 917868.8 4350090 -1.021 0.211 0.5759419 C:\Alcohol Data\SimlO20O8\Siml02OO8.O0O5.BND 10/21/2008 7:39:41 A M 

5 0.448 2022579 4514685 0.123 0.448 1.236989 C:\Alcohol Data\Siml02O08\SimlO20O8.0006.BND 10/21/2008 7:54:12 A M 
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Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 2.5 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0001 .RAW 
Sample Name = Blank 
Date Taken = 10/21/2008 6:29:27 AM 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohoW.cal 

3.0 3.5 4.0 4.5 

Peak Ret Time 
Number (min) 

Peak 
Name 

Today's Time = 9:48:07 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Area 

5.0 

Amount 
% WTA/OL 

1 
2 

2.61 
3.17 

t-Butanol 
n-Propanol 

216144 
337166 

0.7782 
1.0000 

0 
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Chrom Perfect Chromatogram Report 

1200 -f 
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o-r 

1.0 1.5 2.0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0002.RAW 
Sample Name = TMX 
Date Taken = 10/21/2008 6:43:54 AM 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohol4.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Peak Ret Time 
Number (min) 

Peak 
Name 

Today's Time = 9:48:10 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Area Amount 
% WTA/OL 

1 
2 
5 
6 
7 
8 

1.27 
1.35 
2.07 
2.21 
2.56 
3.13 

Acetaldehyde 
Methanol 
Acetone 
Isopropanol 
t-Butanol 
n-Propanol 

805452 
391389 

1379519 
1210985 
1256090 
1541227 

0.0980 
0.1654 
0.0826 
0.0742 
0.9893 
1.0000 
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Chrom Perfect Chromatogram Report 
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Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0003.RAW 
Sample Name = Std A 
Date Taken = 10/21/2008 7:10:46 AM 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 9:48:13 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Area 

1 
3 
6 
7 

1.27 
1.80 
2.56 
3.13 

Acetaldehyde 
Ethanol 
t-Butanol 
n-Propanol 

05273 
175295 

1316326 
1576892 

5.0 

Amount 
% WTA/OL 

<0.005 
0.0403 
1.0133 
1.0000 
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Chrom Perfect Chromatogram Report 
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Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0004.RAW 
Sample Name = Std B 
Date Taken = 10/21/2008 7:25:12 AM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time 
Number (min) 

Peak 
Name 

Today's Time = 9:48:15 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Area Amount 
% WTA/OL 

2 
3 
4 

1.80 
2.56 
3.13 

Ethanol 
t-Butanol 
n-Propanol 

420354 
1346192 
1633820 

0.0933 
1.0002 
1.0000 
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Chrom Perfect Chromatogram Report 

1.0 1.5 2.0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0005.RAW 
Sample Name = Std C 
Date Taken = 10/21/2008 7:39:38 AM 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohoW.cal 

Today's Time = 9:48:18 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Peak Ret Time Peak Area Amount 
Number (min) Name % WTA/OL 

2 180 Ethanol 917869 0.2088 
3 2.56 t-Butanol 1313908 1.0008 
4 3.13 n-Propanol 1593683 10000 

Printed on 10/22/2008 9:48:18 AM Page 1 of 1 
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 10/22/2008 Today's Time = 9:48:20 AM 
Bound File Name = Sim102008.0006.RAW 
Sample Name = Std D 
Date Taken = 10/21/2008 7:54:05 AM VDH Headspace Alcohol 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohol4.cal Calibration Version = 14 

Peak Ret Time Peak Area Amount 
Number (min) Name % WTA/OL 

2 1.80 Ethanol 2022579 0.4486 
3 2.56 t-Butanol 1342116 0.9964 
4 3.14 n-Propanol 1635082 1.0000 
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Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0007.RAW 
Sample Name = Aq EtOH 
Date Taken = 10/21/2008 8:08:31 AM 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 9:48:23 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Area 

5.0 

Amount 
% WTA/OL 

2 
3 
4 

1.80 
2.56 
3.13 

Ethanol 
t-Butanol 
n-Propanol 

352724 
1285716 
1552676 

0.0824 
1.0052 
1.0000 

Printed on 10/22/2008 9:48:23 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0008.RAW 
Sample Name = 0.04 DMR 
Date Taken = 10/21/2008 8:22:57 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Today's Time = 9:48:25 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

2 
3 
4 

1.81 
2.57 
3.15 

Ethanol 
t-Butanol 
n-Propanol 

213320 
1328296 
1612161 

0.0480 
1.0002 
1.0000 

0.0392 
0.8163 
0.8162 
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Format File Name • 
1.5 2.0 

simsoln-JFH.met.FMT 
2.5 3.0 3.5 4.0 4.5 5.0 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0009.RAW 
Sample Name = 0.04 DMR 
Date Taken = 10/21/2008 8:38:39 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Today's Time = 9:48:28 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

1 
2 
3 

1.81 
2.56 
3.14 

Ethanol 
t-Butanol 
n-Propanol 

161346 
1047227 
1248652 

0.0469 
1.0181 
1.0000 

0.0382 
0.8310 
0.8162 
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Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0010.RAW 
Sample Name = 0.04 DMR 
Date Taken = 10/21/2008 9:05:32 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

3.0 3.5 4.0 4.5 5.0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 9:48:31 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

1.80 
2.56 
3.13 

Ethanol 
t-Butanol 
n-Propanol 

213489 
1336903 
1618761 

0.0478 
1.0025 
1.0000 

0.0390 
0.8183 
0.8162 
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Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0011 .RAW 
Sample Name = 0.04 DMR 
Date Taken - 10/21/2008 9:19:57 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 9:48:33 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Amount Headspace 
% WTA/OL Conversion 

1 1.80 Ethanol 220286 
3 2.56 t-Butanol 1405272 
4 3.13 n-Propanol 1684981 

0.0474 
1.0124 
1.0000 

0.0387 
0.8263 
0.8162 
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Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0012.RAW 
Sample Name = 0.04 DMR 
Date Taken = 10/21/2008 9:34:23 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 9:48:36 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

2 
3 
4 

1.80 
2.56 
3.13 

Ethanol 
t-Butanol 
n-Propanol 

224267 
1399914 
1680162 

0.0484 
1.0114 
1.0000 

0.0395 
0.8255 
0.8162 
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Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0013.RAW 
Sample Name = 0.04 DMR 
Date Taken = 10/21/2008 9:48:49 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak Ret Time Peak 
Number (min) Name 

1 180 Ethanol 
2 2.56 t-Butanoi 
3 3.13 n-Propanol 

5.0 

Today's Time = 9:48:38 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Area Amount Headspace 
% WTA/OL Conversion 

217996 
1374779 
1661393 

0.0476 0.0388 
1.0045 0.8199 
1.0000 0.8162 
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Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0014.RAW 
Sample Name = 0.04 DMR 
Date Taken = 10/21/2008 10:03:15 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

2.5 

pi 

Z 

3.0 3.5 4.0 4.5 5.0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 9:48:41 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Amount Headspace 
% WTA/OL Conversion 

1 1.80 Ethanol 223171 
2 2.56 t-Butanol 1382468 
3 3.13 n-Propanol 1660324 

0.0487 0.0398 
1.0107 0.8250 
1.0000 0.8162 
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Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0015.FJAW 
Sample Name = 0.04 ALB 
Date Taken = 10/21/2008 10:21:01 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 9:48:43 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

1.80 
2.56 
3.14 

Ethanol 
t-Butanol 
n-Propanol 

209650 
1296050 
1562845 

0.0486 0.0397 
1.0067 0.8216 
1.0000 0.8162 
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Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/22/2008 Today's Time = 9:48:46 AM 
Bound File Name = Sim102008.0016.RAW 
Sample Name = 0.04 ALB 
Date Taken = 10/21/2008 10:35:27 AM VDH Headspace Alcohol 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal Calibration Version = 14 

Peak Ret Time Peak 
Number (min) Name 

2 
3 
4 

Area Amount Headspace 
% WTA/OL Conversion 

0.0489 0.0400 
1.0073 0.8222 
1.0000 0.8162 

1.80 Ethanol 223005 
2.56 t-Butanol 1370887 
3.13 n-Propanol 1652010 
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Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0017.FJAW 
Sample Name = 0.04 ALB 
Date Taken = 10/21/2008 10:49:53 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 9:48:48 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

1.80 
2.56 
3.13 

Ethanol 
t-Butanol 
n-Propanol 

225654 
1357791 
1635134 

0.0500 0.0408 
1.0080 0.8227 
1.0000 0.8162 
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Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 2.5 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0018.RAW 
Sample Name = 0.04 ALB 
Date Taken = 10/21/2008 11:04:20 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

3.0 3.5 4.0 4.5 5.0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 9:48:51 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

1.80 
2.56 
3.13 

Ethanol 
t-Butanol 
n-Propanol 

213307 
1344242 
1629703 

0.0475 
1.0013 
1.0000 

0.0387 
0.8172 
0.8162 
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Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/22/2008 
Bound File Name = Sim102008.0019.RAW 
Sample Name = 0.04 ALB 
Date Taken = 10/21/2008 11:18:46 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

2.5 

CO 

3.0 3.5 4.0 4.5 5.0 

Area 

Today's Time = 9:48:53 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Amount Headspace 
% WTA/OL Conversion 

2 1.80 Ethanol 213168 
3 2.56 t-Butanol 1329625 
4 3.14 n-Propanol 1613197 

0.0479 0.0391 
1.0005 0.8166 
1.0000 0.8162 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/22/2008 Today's Time = 9:48:56 AM 
Bound File Name = Sim102008.0020.RAW 
Sample Name = 0.04 ALB 
Date Taken = 10/21/2008 11:49:31 AM VDH Headspace Alcohol 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal Calibration Version = 14 

Peak Ret Time Peak Area Amount Headspace 
Number (min) Name % WTA/OL Conversion 

1 182 Ethanol 125390 0.0473 0.0386 
2 2.58 t-Butanol 783335 0.9901 0.8081 
3 3.15 n-Propanol 960427 1.0000 0.8162 
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Today's Date = 10/22/2008 
Bound File Name = Sim102008.0021 .RAW 
Sample Name = 0.04 ALB 
Date Taken = 10/21/2008 12:03:57 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 
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Name 
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Today's Time = 9:48:58 AM 

VDH Headspace Alcohol 

Calibration Version = 14 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

1.80 
2.57 
3.14 

Ethanol 
t-Butanol 
n-Propanol 

218414 
1377647 
1661209 

0.0477 0.0389 
1.0067 0.8217 
1.0000 0.8162 
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Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 10/15/2008 
Bound File Name = Alc101408a.0001.RAW 
Sample Name = CCS 
Date Taken = 10/15/2008 10:43:02 AM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 10:43:11 AM 

VDH Headspace Alcohol 
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